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Druglizer is a trademark of Alcolizer.

Tear the perforated package 
that containing the Druglizer 
cartridge and collector.

Ensure the subject has 
refrained from consumption 
of food or beverage for 10 
minutes prior to drug test.

Turn the LE5 Drug Reader  
Module on. 

Insert the Druglizer cartridge 
into the top of the LE5 Drug 
Reader Module. 

The flat area should face 
back while the area with the 
collector recess should face 
towards the front.

Instruct the subject to insert 
the collector pad into their 
mouth, moving it side to side 
so that it touches the sides of 
their cheeks.

IMPORTANT – ensure the 
subject continues to do this 
until indicator turns BLUE.

Position collector in an 
upright position with the 
oral collection point facing 
downward.

Insert collector into the 
Druglizer recess and snap  
into place. 

The LE5 Drug Reader Module 
will automatically detect the 
wetted collector and will 
begin to analyse.

Results will be displayed from  
2 minutes.

All results are saved onto 
the LE5 Drug Reader Module 
device log and can be 
displayed on screen or be 
retrieved later. 

After each test, pull both  
the cartridge and collector 
out and dispose of.

The meter will automatically 
reset and be ready to insert 
a new Druglizer cartridge.

Intended use: Druglizer is intended for screening of drugs of abuse.

Summary and explanation of function: Druglizer incorporates state of the art Linear Detector Arrays and a patented Optical Lens filtering system 
that delivers accurate and fast results.

Do not use oral collector beyond expiry date 
printed on package

Snap into 
place

Druglizer Cartridge Replacement & Oral Testing

Analyzing
Sample

RESULTS
MDMA	 - NEG
AMP	 - NEG
OPI	 - NEG
PCP	 - NEG
MET	 - NOT NEG
COC	 - NEG
THC	 - NOT NEG
BZD	 - NEG


